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AED MONTHLY INSPECTION CHECKLIST
KIRTLANDAFB Form 618, 20150422
A
ED Serial:
Year:
JAN
Date
FEB
Date
MAR
Date
APR
Date
MAY
Date
JUN
Date
JUL
Date
AUG
Date
SEP
Date
OCT
Date
NOV
Date
DEC
Date
Instruction
Corrective Action
Initials
Initials
Initials
Initials
Initials
Initials
Initials
Initials
Initials
Initials
Initials
Initials
1.  Check alarm on cabinet, if equipped.
2.  Examine AED case, connector and battery well for:
   a. Foreign Substances
   b. Damage or Cracks
   c. Ensure the readiness display says "OK":
3.  AED must be equipped with two adult AED electrodes.
A
nnotate electrode pad expiration dates:
Electrode Pad #1: ______________________________
Electrode Pad #2: ______________________________
Pediatric Pad #1 (Optional) _______________________
Pediatric Pad #2 (Optional) _______________________
4.  AED must be equipped with two batteries.
A
nnotate battery expiration date:
Battery used in AED #1: _________________________
Spare battery #2: ______________________________
NOTE:  To clean AED, use damp cloth with rubbing alcohol, peroxide solutions, or quaternary ammonium compounds.  Do not use autoclave, steam, or gas sterilize.
Troubleshooting Readiness Display
5.  Resuscitation supplies must be attached to AED unit. 
Responder AED/CPR pack:  2 CPR mask, 4 pair of gloves, 1
-heavy duty scissors, 1-razor, 1-absorbent dry towels, 2-alcohol 
wipes, 1-equipment towelette, 1-biohazard bag
A
ED Assigned Unit:
Bldg:
Primary Site Coordinator:
Floor:
Primary Site Coordinator:
No alarm check 9V
battery and contact unit
facility manager to
replace battery.
If there is damage to AED
or readiness display does 
not say "OK", see
troubleshooting readiness
display below.
If dates are expired,
contact the 377 MDSS
BMET NCOIC at 846
-3663
If battery is not present or 
needs replacement,
notify:377 MDSS BMET 
NCOIC at 846-3663
If missing, contact the
377 MDSS BMET NCOIC
at 846-3663
Replace Battery
Service needed
Battery removed: no power to unit
Notify: 377 MDSS BMET NCOIC at 846-3663.  Use AED if needed.
Immediately notify:  377 MDSS BMET NCOIC at 846-3663.  Attempt to use the AED in an emergency.  If AED is inoperable retrieve another AED if possible, and
continue CPR until EMS arrives.
If battery is not present notify:  377 MDSS BMET NCOIC at 846-3663.  If the battery is present in unit, press ON and verify that OK appears.  If OK is visible, unit is now
ready for use.  If OK is still not visible, remove the battery to verify expiration date and check pins, then reinsert until "click" is heard.  Press ON and verify OK is present.
For any assistance regarding the KAFB Public Access Defibrillation Program, contact the PAD Program Coordinator via email at 377MDOS.SGMOF.PublicDefibrillator@us.af.mil  or (505) 846-3663
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